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Please note, we have included a clinical scenario for both samples in this trial (these are included in the SurveyMonkey online 

form). In addition, we are now asking participants to submit their final result (on which they will be scored) based on the 

EuroClonality 'uniform system for molecular conclusion' (Langerak et al, 2012) in order to bring our programme in to line with 

current laboratory practise.

Please find enclosed 2 vials containing lyophilised material manufactured from cell lines and blood products from NHS BT for IgH/TCR 

colonality analysis. Sample ID (approximate total white cell count):

· IGH 131 (7x10^6)

· TCR 132 (7x10^6)

Nucleic acid extraction from the External Quality Assessment (EQA) material provided may benefit from minimal adaptations to your 

current methodology (see guidance below). However, wherever possible please treat the sample(s) as routine specimens adhering 

to standard operating procedures and local quality controls. There are no specific environmental conditions that need to be considered 

for this EQA trial. 

SAMPLE STABILITY, STORAGE AND PROCESSING 

Lyophilised (freeze dried) material has the advantage of improved stability. However, inherent differences to fresh patient samples means that 

making slight modifications to your extraction protocol may further improve resultant nucleic acid quality and yield. Always store lyophilised 

samples at 2-8°C in their stable lyophilised state until you are ready to proceed with nucleic acid extraction - Do not reconstitute 

and store.

 

Reconstitute the lyophilised sample with 1mL RNase/DNase free water. The sample will reconstitute with gentle pipetting (there is no 

requirement for vortexing). The sample now forms a suspension of leucocytes and can be processed from an appropriate point in your 

chosen extraction protocol. The reconstituted sample(s) must be processed immediately. 

Lyophilised samples do not require a red cell lysis step. Even if they appear red, any red cells originally present in the specimen will have 

already lysed during the freeze drying process.

It is important to always take account of the cell numbers in the sample(s) stated above. Please note the approximate white cell counts are 

ascertained prior to lyophilisation, some cell loss is acknowledged during the freeze drying process. You may need a larger volume of 

reagent(s) or smaller amount of sample than routinely used for patient samples; cell line samples are often highly expressing and/or 

polyploid. If you are applying the sample to a column or cartridge it is important take account of the maximum capacity of the 

column/cartridge; please read the manufacturer’s information carefully. 

Reducing the number of cells can be facilitated by diluting the sample (after its initial reconstitution with 1mL RNase/DNase free water) using 

phosphate buffered saline (1x PBS). Centrifuge the determined volume of the cell suspension at 500-600xg to pellet the leucocytes. Remove 

the supernatant and proceed with the nucleic acid extraction process as per laboratory protocol, ensuring that the cell pellet is thoroughly 

homogenised in your chosen buffer. 

The DNA/RNA extracted should be subjected to local quality control procedures (e.g. spectrophotometry). If the extracted nucleic acid does 

not meet local quality control procedures a repeat sample should be requested as soon as possible (see the section below for guidance on 

requesting a repeat sample).

Materials used in the production of samples for UK NEQAS LI EQA programmes are obtained from a variety of sources. In all cases these 

materials (patient samples, cell lines, blood products etc) are provided under the conditions that they be used only for the educational 

purpose of EQA. Participants must only use the samples provided for the purpose intended. UK NEQAS LI, Sheffield Teaching 

Hospitals NHS Foundation Trust and any of its employees will not be responsible for any misuse of samples issued in this programme.

COSHH (Control of Substances Hazardous to Health): 

Cell line preparations utilised by this trial are human derived and judged as having a minimal likelihood that pathogens are present. They 

have been virologically tested at authentication and found negative for Epstein-Barr virus (EBV), Hepatitis B (HBV), Hepatitis C (HCV), 

Human Herpesvirus-8 (HHV-8), Human Immunodeficiency Virus (HIV), Human T-cell Leukaemia virus I/II, Murine Leukaemia Virus (MLV) and 

Squirrel Monkey retrovirus (SMRV). Samples may contain antibiotics (penicillin and streptomycin) and an antimycotic (amphotericin B). No 

material is knowingly used that is positive for pathogens. However, it should be handled in accordance with local laboratory Health & Safety 

practices
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NHS blood products utilised by this trial are human derived and judged as having a minimal likelihood that pathogens are present. They have 

been virologically tested and found negative for Hepatitis B, Hepatitis C, HIV-1, HIV-2, HTLV1 and Syphilis, No material is knowingly used 

that is positive for pathogens. However, it should be handled in accordance with local laboratory Health & Safety practices.

Packaging: UK NEQAS LI sample(s) are sent by first class post or courier accordingly. Packaging is guided by Package Instruction P650. 

Disposal/Spillage: The sample(s) cannot be assumed to be free from infectious agents therefore the material should be assessed as 

potentially infectious (refer to COSHH). If found to be damaged the packaging and sample(s) should be disposed of in accordance with local 

Health & Safety and waste management practices. It is advised that any spillage of reconstituted material should be dealt with in line with the 

local protocol for small volume blood spills. If no specific protocol is available, UK NEQAS LI suggests liberally covering the area with a 

suitable disinfectant (allowing sufficient contact time for effective action), absorbing the treated spillage with a paper towel before rinsing the 

area with water and drying thoroughly. See the section below for guidance on requesting a repeat sample.

REPEAT SAMPLES 
Requests for repeat samples should be made by email (admin@ukneqasli.co.uk). Should this not be possible please telephone our 

Administration team on the number provided below. Please make a repeat sample request as soon as possible. If following repeat 

sample(s) processing, results obtained still do not pass local internal QC please contact UK NEQAS LI.

RESULTS SUBMISSION 
The SurveyMonkey hosted data entry webpage for this trial can be accessed online via the UK NEQAS LI website by selecting the ‘Data Entry 

and Reports’ icon on the homepage (www.ukneqasli.co.uk). Participants are required to log into this area of the website using their Lab 

number (also known as PRN, participant reference number), Identity and Password. If you need to activate your web user status and/or 

receive log in details please contact our Administration team for assistance via the UK NEQAS LI website using the ‘Contact us’ tab on the 

homepage and then selecting the ’General enquiries’ option. Alternatively please email (admin@ukneqasli.co.uk) or telephone the number 

provided below.

Please go the the IGH/TCR clonality section of our website 

(http://www.ukneqasli.co.uk/eqa-pt-programmes/molecular-genetics-programmes/igh-tcr-clonality/) if you wish to download a PDF 

copy of the SurveyMonkey questionaire for this distribution. You may also wish to print out and/or save a ‘Print Screen’ for each 

SurveyMonkey data entry page for your records. Unfortunately participants are not currently able to re-access their results after completing 

the data entry process. We recognise this as a limitation of SurveyMonkey and apologise for the inconvenience caused. 

Please note, all numerical fields must be completed using only decimal points to separate numbers, and not commas (e.g. enter 6.3 not 6,3).

Failure to return your results will be recorded as a non-return and for an accredited programme impact upon your performance 

status. If you have any queries with regards to online data entry, please do not hesitate to contact us. It is the responsibility of participants to 

ensure that their results have been received by UK NEQAS LI. Further information can be found in the associated trial issue email and on our 

website (www.ukneqasli.co.uk).

REPORT DISTRIBUTION 
The trial report for this programme will be available online at the UK NEQAS LI website (www.ukneqasli.co.uk). Participants are required to 

log into the relevant area of the website using their web user details to retrieve report(s). Participants will be notified regarding the availability 

of an issued report by email. To ensure you receive such emails please check the contact details we hold for your laboratory are accurate and 

current at re-registration. If you wish to update your laboratory contact details at any time please contact our Administration team for 

assistance via the UK NEQAS LI website using the ‘Contact us’ tab on the home page and then selecting the ’General enquiries’ option. 

Alternatively please email (admin@ukneqasli.co.uk) or telephone the number provided below.

CONTACT DETAILS 
UK NEQAS LI, Pegasus House, 4th Floor, 463A Glossop Road, Sheffield, S10 2QD, UK. 

Tel: +44 (0) 114 267 3600, Fax: +44 (0) 114 267 3601, e-mail: admin@ukneqasli.co.uk

Please state PRN (participant reference number) on all correspondence
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