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2304ES1 Commercially prepared whole blood product

2304ES2 Commercially prepared whole blood product.
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[ Al Methods

2304ES1 Commercially prepared whole blood product
v prep P [ Your Method Group

2304ES2 Commercially prepared whole blood product.

Specimen Quality Specimen 2304ES1 2304ES2
Satisfactory % 98.7 98.7
Unsatisfactory % 1.3 1.3
You reported Satisfactory Satisfactory

Specimen : 2304ES1

Your instrument is:

n Mean GCV(%
(%) Becton Dickinson - BD Seditainer

N
o

All Methods 418 11 23.2 B0 _ Your Result : 16
BD Seditainer 19 10 61.6 5 Target Value : 104
Sarstedt Sedivette 44 13 22.2 gre Uncertainty of

VES-MATIC 5 § 80 Target Value : 0.46
VES-MATIC CUBE 48 12 34.0 % 60 DI: 2.20
Starrsed 236 11 14.7 B a0 N: 19
Miscellaneous 20 § 20 |_| H H |-| l:l Ij l_l N(trimmed) : 7
Westergren 4 10 %7 021 =75 100 125 150  >166 Perf Score : 32

ESR(mm/hr)

Specimen : 2304ES2

Your instrument is:

n Mean GCV(%
(%) Becton Dickinson - BD Seditainer

N
o

All Methods 406 34 23.6 @ _ Your Result : 44
BD Seditainer 19 40 16.4 51 Target Value : 40.5
Sarstedt Sedivette 44 39 251 g 80 Uncertainty of
VES-MATIC 5 S Target Value : 0.33
—1 60 DI: 0.43
VES-MATIC CUBE 35 38 46.4 k] ' 19
Starrsed 236 31 126 8% : g -
Miscellaneous 20 § 20 I] H l:l [j l:l ﬂ |:| (trimmed) :
z
Westergren 47 36 31.1 Noooolll - =Nl FeE ) _
g %f49 231 312 364 476 5530 Perf Score : 352
ESR(mm/hr)
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